[Comparison between intraarterial pulsegraphy and thermodilution method for determination of cardiac output during anesthesia and operation in patients undergoing cardiac valve replacement].
Comparison of intraarterial pulsegraphy and standard thermodilution methods for determination of cardiac output (CO) in 14 patients with poor cardiac function following valve replacement operation was performed. The CO, cardiac index (CI) were moderate to high correlated between the two methods before and after valve replacement respectively. The study indicates that intraarterial pulsegraphy provides a continous method of determining CO in patients with poor cardiac function during operation.